Obstructive sleep apnea (OSA) is very common in ischemic stroke patients, with a prevalence of more than 50% [1] . OSA has been shown to be associated with poor outcome after a stroke, including functional outcome and mortality [2] [3] [4] , suggesting the importance of OSA treatment in this population. Unfortunately, the tolerance of stroke patients to continuous positive airway pressure (CPAP) is poor [5] . Little is known about improving compliance to CPAP for stroke patients. Because of their deficits, including visual, attention, cognitive, motor and sensory impairments, there are unique issues related to applying and removing CPAP masks in this population.
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There are numerous types of CPAP headgear systems and mask interfaces. Differences in the complexity of application and removal of the various headgears exist. For instance, some configurations of headgear systems are more amenable to a 1-handed application than others. We sought to compare the ease and speed of application and removal of 2 different CPAP headgear systems in patients with stroke: Respironics' Premium Headgear and Puritan Bennett's Breeze Sleep Gear . We hypothesized that the 1-piece head frame headgear would be easier to use and more quickly applied and removed than the straps.
Methods

Study Design
The study was approved by the University of Michigan's Institutional Review Board. Patients hospitalized at the University of Michigan for ischemic stroke, defined by clinical criteria [6] , were offered participation in the study between May 2007 and March 2008. The patients were excluded if they were unable to provide consent, or if they had had prior exposure to CPAP. The target enrollment was 30 patients. Demographic and clinical information was obtained from the medical record. Self-reported height and weight were documented. The modified Rankin scale was administered at the time of enrollment. Disability was defined by a score of 2 or more. Two different mask/headgear set-ups were tried: Puritan Bennett's Breeze Sleep Gear with Dream Seal standard size nasal mask ('head frame'; fig. 1 ), and Respironics' Premium Headgear with the appropriate size comfort gel nasal mask ('straps'; fig. 2 ). These were selected as representative of traditional strap headgears and nontraditional 1-piece headgear units. Nasal masks were used for both set-ups to minimize differences aside from the headgear. The Breeze Sleep Gear Nasal Interface System is a 1-piece unit that fits over the head. It consists of a padded cradle, a spine with a connecting metal brace and halo straps laced through the outrigger plastic flange. The Premium Headgear is a 'one-size-fits-most' headgear made of lycra straps. The system can be removed by unhooking and secured by reattaching a single ball-and-socket headgear attachment, thereby maintaining the headgear adjustment. The order by which the systems were presented was based on blocked randomization.
Procedures
The straps were assembled for the patients, with the exception of a single ball-and-socket headgear attachment. The head frame was also assembled with the halo straps. The first system was applied and adjusted to the patient by a certified sleep technologist, and the technique was taught to the patient. The patient then practiced putting on the mask and tested out the comfort while supine in bed. The subject was encouraged to turn his/her head in bed. The system was then removed. Afterwards, the subject put on and removed the first headgear system while being timed. The process was repeated for the second headgear system. A questionnaire was then administered to the patient. This questionnaire compared the perceived ease of use, comfort and the overall preference of the 2 systems measured on a Likert scale: definitely head frame, probably head frame, uncertain, probably straps, definitely straps.
Statistical Methods
The frequencies and percentages were calculated for demographic and clinical characteristics. The medians with interquartile ranges (IQR) were calculated for the continuous variables. The two-sample paired Wilcoxon signed-rank tests were used to compare the objective time required to put on and to remove the 2 headgear systems. To be conservative, a missing value was substituted if the subject was unable to apply or to remove 1 of the headgear systems. Analyses were performed for all subjects and repeated on the subset of those patients who had some disability based on the modified Rankin scale score.
Results
Thirty subjects were enrolled; their median age was 62 years (IQR: 54, 72). Thirteen (43%) were male. The median body mass index was 27 (IQR: 24, 30). The majority (74%) had at least some disability based on the modified Rankin scale, with 19 (63%) having a motor, coordination or neglect deficit involving the arm. The modified Rankin scale score distribution was as follows: 0, 1 patient (3%); 1, 7 patients (23%); 2, 5 patients (17%); 3, 8 patients (27%); 4, 9 patients (30%). 
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Almost all subjects found the head frame system to be easier to apply and to remove, while subjective comfort and an overall sense of preference were more evenly divided between the 2 headgear systems ( table 1 ) . When limiting the assessment to only those patients with disability (n = 22), the results were similar ( table 2 ). The patients took longer to put on (p ! 0.01) and to remove (p ! 0.01) the straps than the head frame. All subjects were able to put on and to take off the head frame. The median time for applying the head frame was 10 s (IQR: 6, 14). Removing the head frame took a median of 3 s (IQR: 2, 4). Eleven (37%) of the subjects could not put on the strap headgear; while 3 of them (10%) could not remove it. Among those who were able to put on and remove the strap headgear, the median time to apply the straps was 110 s (IQR: 54, 151). The median time to remove the straps was 8 s (IQR: 4, 13). The median times were unchanged in those subjects with disability.
Discussion
In this convenience sample of mostly disabled, hospitalized ischemic stroke patients, the vast majority found it easier and they were more quickly able to put on the head frame headgear system than the straps. All subjects were able to put on and take off the head frame, while a sizable proportion (37%) was unable to put on the strap system. These results underscore the importance of working with stroke patients to select not only the mask, but also a headgear system that is workable, given the patients' deficits. The discordance between the subjective ease of use and the overall preference further suggests the need to query patients about their preferences.
Numerous studies have compared various CPAP interfaces, such as nasal pillows, nasal and oral masks [7] , but very little attention has been paid to CPAP headgear. Those studies that have demonstrated poor CPAP compliance in stroke patients have not described the headgear system used, or attempts made to individualize the selection of the headgear [5, [8] [9] [10] [11] . Although there are no data available on how headgear systems relate to CPAP adherence in stroke patients, it would stand to reason that not being able to use a headgear system on his/her own would limit CPAP usage. After all, difficulty in applying a headgear has been identified as one of the factors which impairs the acceptance of CPAP in stroke patients [5] . Facilitating the headgear removal by the use of a 1-piece head frame may reduce concerns about the inability to remove the CPAP mask in the middle of the night.
Currently, there are no randomized, controlled trial data supporting the cerebrovascular benefits of CPAP for stroke patients with sleep apnea. However, there are observational studies showing that compliance with CPAP is associated with a lower risk of cardiovascular and cerebrovascular events and death [11] [12] [13] . If this association is proven to be causally related to CPAP use, ways to improve CPAP adherence in stroke patients will become even more important. There are some limitations to this study. We did not limit the participants to those with OSA only. Presumably, the neurological impairments that influence the ease of CPAP headgear use in stroke patients with and without OSA are similar. We did not compare the compliance to CPAP by using the 2 different headgear systems, but rather focused on the ease and speed of the mask application and its removal. It is possible that the comfort experienced with the head frame headgear was diminished by the use of a hospital pillow, which has a thermoplastic cover. The cradle portion of the head frame may seem less comfortable when rested on this surface than on a traditional home use pillow. The study was based on a small convenience sample of ischemic stroke patients from an academic medical center, so the findings may not be generalizable to a broader population of stroke patients.
This study suggests that headgear selection may be an important contributor to a stroke patient's ability to use CPAP without any assistance. Future studies assessing CPAP for stroke patients should consider to individualize the selection of a headgear for study subjects.
